
Open DatePPPL NONCONFORMANCE REPORT NO: 3763 06/04/08

                                                                                        07-Out Of Tolerance

ConstructionNCSX

Fab, Ops and Maint

A1/B1 Assembly D-NCSX-FPA-002

3317 D-NCSX-FPA-002

HoldTag Applied

Step 8.1.37 of D-NCSX-FPA-002 requires measuring the position of all monuments within .012" of the desired position.  Two out of 
seventy-eight (2 of 78) monument measurements were .014" and .015".
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Disposition:    Rework___     Repair ___     Use As Is___     Return to Vendor___     Scrap___    
 
 
 
 
 
 
 
 
 
 
 
 
For rework or repair of vendor supplied equipment, fill in information below: 
 
 # Hours    ________         $ Est Labor__________      $ G&A__________ 
 
    $ Material ________        $ Burden    __________      $ Total __________ 
 
 
 
Disposition by     ___________________________________________ 
 
 
Supervisor's Concurrence   ___________________________________________ 
   
 
Eng. Dept. Head Concurrence  ___________________________________________ 
 
 
Other (i.e., WCO/FPE) Concurrence ___________________________________________ 
 
 
 
 
 
PQA/QC Mgr Disposition Concurrence ___________________________________________ 
 
 
QA Field Verification by   ___________________________________________ 

lyager
N/A

lyager
N/A


		2008-06-25T09:42:17-0400
	Robert A. Ellis


		2008-06-25T18:44:11-0400
	Phil Heitzenroeder


		2008-07-08T17:33:06-0400
	Mike Williams


		2008-07-09T14:05:48-0400
	John E. Boscoe
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