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Nonconforming Condition (include requirement(s) violated):

MCWF B4 thru B6, The lead block mounts for the B4 thru B6 modular coils exhibit a magnetic permeability beyond the maximum allowed of
1.02 Mu per NCSX-ASPEC-GRD-04 paragraph 3.3.1.1. These parts were made in-house.

B3 - Lead block mounts range from >1.4 to <1.5 Mu and are installed.

B4 - Lead block mounts range from >1.3 to <1.5 Mu and are not installed.
B5 - Lead block mounts range from >1.3 to <1.5 Mu and are not installed.
B6 - Lead block mounts range from >1.4 to <1.6 Mu and are not installed.
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RE: NCRs 3634, 3639, 3659, 3702, 

		From

		Arthur W. Brooks

		To

		Bob Simmons; Colin F. Phelps

		Cc

		Michael C. Zarnstorff; James H. Chrzanowski; Phil Heitzenroeder

		Recipients

		bsimmons@pppl.gov; cphelps@pppl.gov; zarnstor@pppl.gov; jchrzanowski@pppl.gov; pheitzen@pppl.gov



Bob, Colin,



 



Based on the new measurements for (2) below, the error fields at the plasma are estimated to be less than 0.1 G. The NCR’s are acceptable as is.



 



Similarly, the permeability of the Lead Block Mounts was reviewed and in some cases (where access permitted) independently re-measured. The bulk permeability is estimated to be a factor of ~4 less than the peak. The field errors are again estimated to be less than 0.1 G so NCRs 3659 & 3702 in (1) below are also acceptable as is.



 



Art



 



  _____  


From: Bob Simmons 
Sent: Tuesday, October 02, 2007 4:05 PM
To: Colin F. Phelps
Cc: Arthur W. Brooks; Michael C. Zarnstorff; James H. Chrzanowski; Phil Heitzenroeder
Subject: NCRs 3634, 3639, 3659, 3702, 



 



Colin, 



 



I have spoken to Art Brooks about his plans to confirm the proposed "use as is" disposition for these four NCRs and he indicated that he should have an opportunity to run additional tests and/or confirm his calculations within the next two weeks:



 



(1) NCRs 3659 & 3702 deal with the Lead Block Mounts - Art intends to recheck his analyses to ensure that there are no issues. This is a "gray" area, but his belief is that it will be okay.



 



(2) NCRs 3634 & 3639 deal with the parts for the MC final clamp assemblies - Art intends to run several more confirmatory tests, but it is his belief that these will also be okay.  Another "gray" area.



 



Stay tuned!



 



BobS



 



Bob Simmons



NCSX Systems Engineering Support Manager



Princeton Plasma Physics Laboratory (PPPL)



Tel #: (609) 243-2766



Fax #: (609) 243-3030
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