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Field Check 3D

ADM Instrument Result for Tracker

Configuration

Tracker: 807 Tracker type: LTD500

Reflector: CCR-1.5in

Tracker compensation: Sep 28 2007 14:08 ADM compensation: Oct 02 2007 14:12

Start date: Feb 25 2008 10:48 End date: Feb 25 2008 10:51

Length/angle unit: inch, deg Environmental units: °F, InHg, %

ADM Instrument

Max. Dev. (New): 0.001

Ave. ADM Temp.: 78.8

ID IFM ADM Deviation [inch]
ADM

Temperature

ADM_Instrument_FieldChec
k_1

122.636 122.635 0.001 78.7

ADM_Instrument_FieldChec
k_2

201.514 201.513 0.001 78.7

ADM_Instrument_FieldChec
k_3

201.514 201.513 0.001 78.8

ADM_Instrument_FieldChec
k_4

122.636 122.635 0.001 78.8

ADM_Instrument_FieldChec
k_5

122.636 122.635 0.001 78.7

ADM_Instrument_FieldChec
k_6

201.514 201.513 0.001 78.8

Measurement

ID X [inch] Y [inch] Z [inch] Std. Dev. [inch] Temperature Pressure Humidity

ADM_Instrument
_FieldCheck_1

1.857 120.011 -25.172 0.000 68.9 29.8 19

ADM_Instrument
_FieldCheck_2

2.721 199.994 -24.551 0.000 68.9 29.8 19

ADM_Instrument
_FieldCheck_3

2.721 199.994 -24.551 0.000 68.9 29.8 19

ADM_Instrument
_FieldCheck_4

1.858 120.010 -25.172 0.000 68.9 29.8 19

ADM_Instrument
_FieldCheck_5

1.858 120.011 -25.172 0.000 69.1 29.8 19

ADM_Instrument
_FieldCheck_6

2.720 199.994 -24.551 0.000 69.1 29.8 19
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